How to open a local electronics laboratory for remote access
Part 2

Mouse-cursor-on session
Laboratory configuration
Practical details

- The LAN is not connected to the Internet
- Server URL 192.168.1.X
- A common account has already been activated for you: teacher@demo
- The password for all is: demo
The oscilloscope is showing a typical result when measuring the slew rate.